[Standardization of methods for the preparation of blood components: examination of the operational characteristics of various centrifuges].
For a better standardization and comparison of hemocomponents production methods, the A.A. consider the operative characteristics of eight centrifuges used to this purpose in the transfusional centers, according to the method of calculation of the gravities produced during the whole period of centrifugation. The data obtained are used to produce one kind of hemocomponent by several patterns of centrifuges.